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Abstract 

Using  a rectangular  shock  tube  with  glass  walls,  shock 
propagation  near  the  diaphragm  has  been  studied  quantitatively 
by  means  of  dou'le  spark  shadowgraphs.  The  cross-section  of 
the  tube  had  dimensions  of  0,64  and  7.6  cm.  For  positions  be- 
tween 100  and  250  hydraulic  radii  from  the  diaphragm,  shock 
velocities  we re  measured  by  timing  the  interval  between  the 
eparks . Within  this  region  the  shock  velocity  is  greatest  at 
the  position  nearest  the  diaphragm,  but  not  as  large  as  pre- 
dicted by  ideal  theory. 


INTRODUCTION 

The  velocities  of  shock  travelling  in  a shock  tube  of 
rectangular  cross  section  .64  by  7,6  cm  wore  measured  in  a 
series  of  experiments  to  determine  the  attenuation  with  traveli/. 
Tho  shock  velocity  docroasod  continuously  with  travel  over  tbo 
range  studied  by  those  measurers- r ts  , which  wore  made  by  timing 
the  arrival  of  the  3hock  at  opti  -nl  detection  stations  located 
at  50  cm  Intervals  along  tho  tubo.  These  tests  however  did  not 
include  measurements  very  noar  to  the  diaphragm.  The  tests  to 
bo  described  studied  the  shock  propogation  within  tho  75  cm  of 
channel  (250  hydraulic  radii)  nearost  tho  diaphragm* 


1/  R,  J.  lEmrich  and  C.  W.  Curtis,  Journ.  Appl,  Physics 
24,  360  U953) 


These  measurements  of  shock  velocity  near  the  diaphragm 
employed  a section  of  channel  with  plate  glass  walls*  Spark 
shadowgraphs  of  the  shock  within  the  channel  determined  its 
position  and  configuration  at  two  successive  times*  and  these 
times  at  which  the  3parks  flashed,  together  with  the  time  at 
which  the  shock  arrived  at  an  optical  detection  station  at  the 
end  of  tho  glass  channol,  v/ore  recorded  on  a chronograph. 

The  configuration  of  the  shock  within  tho  30  cm  nearest 
the  diaphragm  differs  markedly  from  a piano  shock.  In  Figure 
1,  tracings  of  shadowgraphsS/indicate  the  way  in  which  the 
initially  curved  shock  undergoes  a series  of  Mach  reflections 
until  a nearly  plane  shock  is  formed.  Since  different  parts 
of  the  shock  front,  e.g.  the  center  and  the  part  adjacent  to 
the  wall,  move  with  different  velocities  during  this  stage  of 
propagation,  velocity  measurements  worn  made  only  in  the  inter- 
val from  30  cm  to  75  cm  from  the  diaphragm, 

The  study  of  shock  propagation  near  the  diaphragm  by  timed 
spark  shadowgraphs  was  proposed  by  ^ . Curti3.  W,  R«  Smith 
ana  R.  A,  Shunk  constructed  apparatus  and  performed  a series 
of  preliminary  tests  of  the  type  described  herein,  and  their 
contributions  to  this  work  are  gratefully  acknowledged,  R.  M, 
Wilcox  also  assisted  in  tho  construction  of  electronic  equip® 
merit . 

g/  These  shadowgraphs  woro  made  by  &,  A.  Shunk. 
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FIG.  I SHOCK  FORMATION  IN  SHOCK  TUBE 
Tracings  from  spark  photographs 
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APPARATUS  AND  METHOD  OF  MEASUREMENT 

Figure  2 shows  tho  relative  positioning  of  tho  apparatus 
oxcopt  for  tho  pressure  and  electronics  equipment , Figure  3, 
which  i3  a block  diagram  showing  tho  sequcnco  of  operations 
for  obtaining  n rocord,  indicates  tho  functions  of  various 
units  and  their  interconnections , 

Shook  Tube.  The  chamber  of  the  shock  tube  was  constructed 
of  3/4"  by  6"  duralumin  plates  separated  by  1/4"  Lucito  strips 
whoso  aides  wore  polished  to  permit  transmission  of  a light 
beam;  its  cross  section  was  0.64  by  7,6  cm  and  length  about 
75  cn.  It  was  supported  on  rollers  which  permitted  about  one 
lncn  travel  away  from  the  channel  for  inserting  a diaphragm# 

A flango  with  - n oval  groove  to  roccivo  a rubbor  gasket  ring 
provided  means  to  clamp  together  chambor  and  channol  and  to 
seal  the  chamber  when  a diaphragm  was  in  placo.  A slot  in 
tho  lower  plate  contained  a solenoid  which,  when  energized, 
thrust  1 3harp  pointer  against  the  diaphragm  causing  it  to 
rupture#  At  the  opposite  end  of  tho  chamber  was  a fitting  for 
connection  to  tho  pressure  system, 

Tho  pressure  in  tho  chambor  ‘as  raisod  by  uso  of  a tire 
pump  connected  with  rubber  tubing  to  tho  chambor  and  to  the 
pressure  measuring  dovicu#  Pressure  was  sot  with  an  accuracy 
of  0,01  atmos  by  using  a closed  arm  mercury  manoraetor.  Before 
taking  a series  of  velocity  records,  one  arm  of  tho  manometer 
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was  calibrated  for  tho  particular  pressure  of  interont  by  com- 
parison with  a hydraulic  doad  weight  gago.  Tho  cancciofcer 
provided  a simplo  and  sen3itivo  means  for  repeating  tho 
initial  pressure  sotting  from  one  trial  to  the  next.  For 
the  sotting  of  higher  pressures  (above  45  psig)  tho  doad 
weight  gago  alone  was  used.  Atmosphoric  pres-urc  wao  recorded 
from  a barometer. 

Tho  7.6  cm  channel  walls  wero  fortrod  by  twe  p-nces  of 
plato  glass  1/4"  by  6"  and  30"  long*  Ono  of  tho  ,64  cm  thick 
walls  was  a strip  of  brass  1-1/4"  wide  by  28-3/4"  long;  tho 
othor  was  a l"  wido  strip  of  Lucito  milled  to  tho  *64  cm  thick 
noss  for  its  entiro  length  of  30".  At  the  ond  of  tho  brass 
strip  a small  1-1/4  by  1-1/4"  Lucito  pioco  was  insertod  as  a 
window  for  the  shock  detection  station,  Ihe  innor  surface 
of  the  long  Lucito  strip  forming  one  wall  was  polishod  with 
fino  grit  emery  paper  and  oil,  and  buffed  to  eliminate 
irregularities  • Tho  outer  odgo  was  also  polishod  at  oach  end 
to  allow  tran3uil3s ion  of  light  beams  usod  for  measuring  pur- 
posos . 

Tho  brass  and  Lucito  strips  wero  cooontod  to  one  glass 
plato  with  stationers  rubber  cement  which  had  boon  thinned 
with  2 parts  of  benzene  to  ono  part  coraent.  Throo  layors 
wore  appliod  to  oach  surface  of  the  Joint  and  all07od  to  dry 
partially.  The  strips  were  placod  in  accurato  position  on  tho 
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glass,  hold  lightly  with  C clamp3  which  woro  then  tightonod 
at  intorvals  of  about  15  minutes . U30  of  thick  rubber  comont 

resulted  in  a coating  of  non-uniform  thickness;  too  rapid 
application  of  pros3uro  with  the  C clamps  squeezod  the  comont 
cut  so  that  a gas  ti-rht  sonl  was  net  obtainod.  The  other  glass 
plate  was  comontod  in  place  by  a similar  procoduro,  Excess 
comont  'v as  removed  from  the  insido  of  the  assembled  tube  by 
rubbing  with  a brass  strip  inserted  at  tho  open  onus, 

Tho  ond  of  tho  channel  near  the  diaphragm  was  surrounded 
with  c 3-1/2"  by  8"  split  woodon  yoko  which  could  be  damped 
against  tho  stool  flange  of  tho  chamber  holding  the  rubber 
gasket  for  tho  diaphragm  seal.  This  wooden  yoko  was  sot 
slightly  away  from  tha  end  of  tho  glass  section  to  pormit 
tho  glass  to  exert  posltivo  pressure  against  the  diaphragm. 
Slippage  of  tho  woodon  yoke  on  tho  glass  was  prevented  by 
two  U-shapod  3tocl  3trap3  extending  the  full  length  of  tho 
channel  and  surrounding  it;  these  straps  wero  fixod  to  tho 
yoko  at  tho  open  ends  of  tho  U and  pressed  against  tho  ends 
of  tho  glass  plates  at  tho  closed  onds  of  the  U,  'The  stoel 
straps  woro  separated  from  the  glass  by  cardboard  pads,  and  C 
clamps  at  4"  intervals  served  both  to  bold  tho  strap*  to  the 
glass  and  to  maintain  pros3uro  on  the  rubber  soalcd  Joints 
betwcon  glass  and  brass  and  Lucitc  strips, 

Boforo  tho  yoko  and  stool  straps  wero  attachod  in  the 
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final  assombly,  tho  end  of  tho  channel  at  tho  diaphragm  was 
ground  flat  and  smooth  with  a bolt  sandor*  Care  was  takon 
to  :nako  this  flat  surface  perpendicular  to  tho  insido  edgo 
of  the  brass  strip  uud  also  to  the  glass  plat03.  This 
assured  that  the  walls  of  the  channel  would  bo  pernondicular 
to  tho  diaphru.-m  and  parallel  to  thoso  of  the  chambor  when  the 
tubo  was  assembled  with  a diaphragm  in  place.  The  diroctlon 
of  motion  of  tho  bolt  was  along  the  6"  dimension  of  tho 
glass  so  that  chipping  at  the  edge  would  not  affoct  tho  soal- 
ing  at  tho  diaphragm,  Tho  sanding  operation  caused  tho 
Lucitc  to  boat  and  swell  so  that  after  cooling  a gap  existed 
at  it 3 end.  This  was  effectively  fillod  with  throe  layors 
of  scotch  cellophane  tape,  carefully  fitted,  and  an  oxcollent 
seal  was  always  obtained, 

Dov/ol  pins  in  holos  in  tho  woden  yoko  and  in  tho  stool 
flcr.go  of  the  chamber  aligned  the  two  sections  of  tho  shock 
tubo,  Tho  ond  of  tho  channol  near  tho  diaphragm  was  supportod 
by  chains  from  the  coiling,  Tho  othor  ond  was  rigidly  supportod 
by  a wooden  block  fa3tenod  to  a laboratory  t&blo. 

Two  Lucito  ocal03  woro  fastened  along  ono  s.ido  of  tho 
channol  by  means  of  small  clips,  Thoso  transparent  sealos 
provldod  tho  roforonco  for  determining  tho  position  of  tho 
shocks  in  tho  photographs.  The  scalos  wore  ruled  by  uso  of 
a 3pcctrographic  ermparator;  a dot  was  scribed  for  oach 
milllmotor  and  a lino  for  oach  contimetor.  Each  scalo  was 
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72  cm  long.  Ono  sculo  was  abovo  tho  channel,  tho  other  bulow, 
and  t.holr  shadows  overlapped  In  tho  photographs,  permitting 
the  correction  for  3hock  position  duo  to  parallax*  Tho  divi- 
sions on  tho  two  scales  woro  aligned  by  observing  the  iaultiplo 
ref lcct Ions  of  a line  of  tho  upper  3calo  in  tho  glass  platos 
benoath  it  and  tho  corresponding  line  of  tho  lower  scale. 

Photocell  Stations , Tho  first  photocell  station  provldod 
a signal  at  diaphragm  rupture  which  startod  tho  delay  circuits 
and  chronograph . A narrow  light  beam  passod  obliquely  through 
tho  diaphragm  to  o 931-A  photocell.  Tho  sudden  increase  in 
light  v.-hon  the  diaphragm  shattorod  rosultod  in  a signal  from 
the  photocoil  which  was  amplified  and  transmitted  to  a "gate" 
unit.  Tho  "goto"  unit  both  shaped  tho  pulso  to  a standard 
form  for  transmission  to  tho  dolay,  and  prevented  lator  signals 
resulting  from  fluctuations  in  light  intensity  on  the  photocell 
from  passing  to  and  interfering  with  the  dolay  circuit. 

Tho  socond  photocell  station  at  the  far  end  of  the  channel 
genorated  three  signals  at  tho  times  oach  of  two  3parks  flashed 
and  at  the  time  the  shock  passod  a knifo  adgo  optical  detection 
station.  Tho  latter  was  ono  of  the  standard  arrangoments  of 
threo  knifo  odgc3  which  prevont  a light  boom  from  falling  on 
tho  photocell  oxcopt  during  tho  few  microsoconds  that  a shock 
is  passing  tho  piano  of  tho  knifo  odgos . 

Delay  units . Tho  dolay  units  woro  doublo  triodo  univibrators 


with  variable  rcsistnnco  and  capacitance  in  ono  arm.  Tho 
delayed  pulse  from  tho  first  univibrator  was  soloctod,  shapod, 
and  dclivored  to  a thyratron  grid;  it  wa3  also  transmitted 
to  a second  univibrator  delay  unit  of  similar  construction, 
whoso  output  was  applied  to  a 3ocond  thyratron. 

Spark  Assemblies . Each  of  the  thyratrons  referrod  to 
above  dischargoa  a capacitor  through  tho  primary  of  an  auto- 
mobile ignition  coil.  The  voltage  pulse  inducod  in  tho 
secondary  tr ignored  the  rruin  spark,  Tho  construction  and  wir- 
ing of  tho  spark  asaonbly  is  shown  in  Figure  4,  Tho  spark 
source  consisted  of  three  cloctrodos  axially  aligned  in  a 
hollow  Lucito  cylinder  2/.  The  first  olcctrodo  •■••as  a brass 
plug  which  screwed  in  an  end  plato  to  permit  adjustment  of 
the  oloctrode  spacing;  tho  second  was  an  iron  3lug  with  a 
pin  at  the  end  to  slido  in  a hollow  insulator  of  soapatono; 
the  third  olcctrodo  was  a stool  insert  with  a 1 nm  diamotor 
hole  through  its  center.  Light  from  the  spark  confined  within 
the  soapstone  emerged  through  the  1 ran  holo;  tho  duration  of 
the  spark  was  approximately  1 ^soc , and  the  intons ity  was 
sufficient  to  give  a 3hadowgram  through  glass  on  F-l  Kodabromide 
enlarging  papor  at  a distance  of  100  cm. 

Chronograph . Tho  time  intorvals  botwoon  the  throe  signals 

6/  Tno  spark  sourco  dosign  was  furnishod  by  D.  E,  Allmand  and 
R,  L,  Kramor  of  tho  Hydrodynamics  Subdivision,  IJaval  Ordnance 
Laboratory,  Uhitc  Oak,  Md, 
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generated  at  the  second  photocell  station  wore  measurod  with  a 
rotating  drum  chronograph*  In  thi3  chronograph,  a timo  base 
on  a cathodo  ray  tube  scroon  is  photographed  on  35  mm  film 
moving  in  a rotating  drum.  Linear  motion  of  the  cathodo  ray 
spot  transversely  to  tho  motion  of  t’K>  l’ilm  is  synchronized 
to  a crystal  controlled  oscillator  for  50  ^soc;  tho  direction 
of  the  spot  motion  thon  reverses  for  50  usoc,  Timing  markers 
at  5 pscc  inter :i Is  and  the  signals  to  bo  timed  deflect  the 
spot  in  the  direction  of  film  motion.  Interpolation  betwoon 
timing  markers  permits  the  time  intorv^ls  botwcon  tho  signals 
to  bo  determined  to  within  1 ^sec  . The  cathode  r.ay  spot  was 
brightened  by  tho  signal  resulting  from  diaphragm  rupture  and 
remained  bright  for  just  slightly  loss  than  one  revolution  of 
tho  drum,  i.c,  1/30  see.  A typical  chronograph  record  is 
shown  in  Figure  1 of  tho  first  reference. 

Shadowgraphs . As  indicated  in  Figure  2 tho  spark  sources 
were  placed  on  tho  floor  90  cm  below  tho  glass  channel  and 
photographic  paper  in  a holder  was  placod  10  cm  above  tho 
channel.  A typical  shadowgraph  appoars  in  Figuro  5, 

If  tho  spark  flashed  at  the  instant  whon  the  shock  was 
directly  above  the  spark  source,  i.o.,  when  tho  plane  of  tho 
shock  included  the  soureG,  the  shadow  of  the  shock  was  an  ox- 
tromoly  fino  lino*  Usually  th©  shock  was  displaced  by  a few 
contimotcrs  from  the  vertical  through  tho  sonreo  so  that 
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t.hc  shadow  consisted  of  neighboring  bright  and  dark  lino3* 

The  position  of  the  center  of  these  lines  is  detorminod  relative 
to  th>-  shadows  of  both  the  upper  and  lower  transparent  scalos ; 
the  average  of  tho  two  scalo  reo')inc3  is  the  position  of  tho 
shock  relative  to  either  of  the  accurately  alignod  scales. 

Too  it  ion  of  Shock  Dotoct ion  Station,  The  position  cf  tho 
knife  udge  dctoction  station  had  to  bo  determined  relative  to 
the  scale  appearing  in  the  photographs • An  operational  method 
of  tea  king  thi3  determination  was  employed.  The  spark  sources 
and  photographic  paper  were  arranged  to  make  a measurement  of 
the  shock  velocity  from  two  shadowgraphs  over  an  interval  of 
.about  10  cm  just  ahead  of  the  shock  detection  station,  Tho 
shadow  of  the  shock  from  the  second  spark  was  about  1 cm  ahead 
of  the  detection  station.  By  assuming  that  the  3hock  moved 
with  constant  speed  ever  tho  interval  betwoon  tho  first  shadow 
and  the  detection  station,  the  measured  volocity  betwoon  tho 
shadows  and  the  time  intorval  r.oasur~d  betwoon  tho  second  spark 
and  th  detection  station  pulso  pornittod  calculation  of  tho 
position  of  the  station  relative  to  tho  scalo  appearing  in 
tho  photograph . Three  such  sets  of  measurements  at  oach  of 
two  shock  strengths  all  Indicated  the  3amo  position  of  tho 
detection  station  within  * 0,5  oam* 

RESULTS 

Four  groups  of  posit ion-timo  measurements  woro  r.iado  for 
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ohambor  pressures  15,  30,  45,  and  60  psig;  channol  prossures 
woro  atmosphoric , Those  correspond  to  prossuro  ratios  Pc/Po 
= 2,03,  3,02,  4,09,  3.14  respectively.  Actually  Pc/P0  variod 
slightly  from  one  trial  to  tho  next  within  a given  group  and 
more  noticeably  so  wh on  luns  were  made  or.  different  days* 
However,  tho  differences  woro  always  small  and  an  adjustment 
of  results  to  a common  basis  as  described  in  tho  paragraph 
following  the  next  compensates  for  variations  in  initial 
pressure  ratios. 

In  order  to  attain  as  nearly  perfect  diaphragm  breakago 
as  possible,  different  strengths  of  cellophane  were  usod  at 
tho  different-  pressure  ratios.  The  diaphragms  u3od  wore  as 
follows : 

Pc/?0  Cellophane  Typo  and  Treatment 

2,03  .0008"  DuPont  300PHT,  charred  at  250°C  for  3 hours, 

dohydratod;  vory  fragilo,  noar  ultimate  breaking 
strength 

3,02  ,0008" DuPont  300PHT,  charred  at  175°C  for  1 hour, 

re-hydrated  at  room  humidity  (50/6)  ; somewhat  below 
ultimate  strength 

4,09  .0008  DuPont  300PHT,  uncharred,  dohydratod;  near 

ultimate  strength 

5,14  .0022"  Dobockmun  laminated  Red  Zip,  dehydrated;  noar 

ultimate  strength 

For  each  trial,  the  positions  and  corresponding  times  uf 
tho  shock  at  three  placos  woro  rocordod.  From  those  the  avorago 
velocity  over  three  intervals  wero  computed.  Corrections  for 
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small  lack  of  reproducibility  from  ono  trial  to  the  next  woro 
rondo,  The  positions  of  tho  first  shock  pictures  woro  kept  tho 
samo,  Then  all  volocitios  woro  altorod  in  such  a ratio  as 
to  bring  to  a common  valuo  all  averago  volocitios  ovor  tho 
interval  from  tho  first  shock  picturo  to  tho  detection  station. 
Varying  tno  position  of  the  shock  for  the  second  photograph 
permitted  measurement  of  average  velocities  ovor  different 
intervals.  By  assuming  tho  average  velocity  ovor  an  intorval 
to  be  the  velocity  at  tho  mid-point,  data  for  a velocity-dis- 
tance curve  wero  obtained, 

Tho  results  appear  in  tho  graphs  of  Figures  6,  7,  8,  and 
3,  Each  is  a plot  of  snocK  Mach  number  V3 , distanco  from 
the  diaphragm-,-  By  using  tho  ratio  of  tho  3hock  vo-ocity  to 
tho  sound  speed  in  the  air  ahead  of  the  shock,  M = U/co,  tho 
effects  of  variations  m room  temperature  among  trials  is 
eliminated.  The  value  for  sound  speed  is  determined  from  tho 
formula  cQ  - 347,4  £l  + (t-25.5)/597.2  ^ m/soc 

whore  t is  contigraclo  temporaturo  doterminod  by  a thormomoter 
in  good  thermal  contact  with  tho  metal  walls  of  tho  shock  tube 
chamber.^  Tho  short  horizontal  line  above  tho  experimental  points 
indicates  tho  value  of  velocity  predicted  by  the  idoal  thoory 

of  shock  tube  flow  for  the  pertinent  value  of  P,/P  1/ , The 

- ~ ..  - o 

solid  diagonal  lino  is~an  extrapolation  from  the  measurements 

4/  Bleaknoy,  rioimor,  and  Flotchor,  Rov,  3c i,  Instr,  20,  807 
(1949  )oquation  (10) 


orc*T 


oift 


centime tars 


- 


I 


22 

of  Emrich  and  Curtis  i/.  In  thoso  casos  whore  the  P /P„  valuo 
for  their  data  differs  slightly  from  that  applying  to  tho 
proaontly  reported  results,  a dashed  lino  is  also  drawn  in  to 
indicito  tho  differences  in  Mach  number  to  bo  Gxpoctod  on  this 
account.  The  vortical  intervals  associated  with  tho  measured 
Much  numbers  ure-  estimates  of  the  indcfinitcr.es 3 arising  from 
errors  in  reading  tho  records  alone;  those  rcfloct  a possible 
error  of  + 1 p.scc  in  each  timo  intorval  moasuremont  and  of 
+0.3  nm  in  oach  distanco  interval  measurement . Such  orrors 
aro  presumably  random. 

The  possiblo  sources  of  systematic  orror  in  Mach  number 
determinations  arc  in  distance  and  timo  intorvals  and  in  sound 
volocity.  Variations  of  Mach  nunbor  with  travel  might  also  bo 
influenced  by  a non-uniform  cross  section  of  the  shock  tube. 
The  latter  influence  is  belie vod  to  bo  small  sinco  caroful 
measurements  of  the  glass  walled  channel  after  assembly 
indicated  changes  in  cross  sectional  aron  in  tho  diroction 
of  propagation  nf  less  than  0.2  percent.  Tho  transparent 
pla3tic  scales  v/erc  found  to  have  changed  dimension  aftor  thoy 
wero  ruled,  but  appropriate  corrections  were  made  to  bring  tho 
scalo  readings  into  conformity  with  an  accurately  ongr.avod 
stool  scale.  Tho  time  base  in  the  chronograph  is  known  with 
great  '-ccuracy  by  comparison  with  timo  signals  broadcast  by 
station  W'/.’V.  Tho  largest  systematic  orror  that  may  bo  present 
is  associated  with  toraporaturo  gradionts  oxisting  in  the  glass 
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walled  chamber.  Caro  was  takon  to  keop  hont  s our cos  such  as 
lamps  and  oloctronic  dovico3  ns  distant  Q3  possible  and  to  have 
lamps  on  only  for  tho  minimum  times  r.oodcd  during  each  trial* 

If  ton.poraturc  difforoncos  along  the  channol  of  ns  much  Q3  3 
Contigradc  dcgrocs  wero  proaont,  thoso  difforoncos  would  reflect, 
tlirough  tho  sound  spo<-d  values,  changos  in  Mach  number  with 
distanco  of  0.5  porccnt.  Unfortunately  tho  magnitudo  of  this 
source  of  orror  was  not  realized  during  tho  tests  and  no 
monsuroments  of  temperature  gradients  woro  maao. 

DISCUSSION  OF  RZSULT3 

The  purposo  of  these  tor.t3  omploylng  3park  shadowgraph 
methods  was  to  extond  moaauromonts  of  shock  velocity  back 
ns  noar  to  tho  diaphragm  as  possible  for  comparison  with 
me.suromcnt3  made  in  the  samo  size  tubo  at  relatively  groat 
distances  from  the  diaphragm.  Shock  lAach  numbers  moesurod 
at  75  cm  from  th^  diaphragm  by  tho  two  mothods  differ  sig- 
nificantly in  tho  cuso  of  tho  two  higher  starting  prossuro 
ratio3  Pc/?0.  Thus,  it  doos  not  soom  possiblo  to  intorprot 
tho30  velocity  loss  moasuremonts  by  spark  shadowgraphs  as 
moroly  extending  the  oarlior  measurements  * 

rto  havo  no  explanation  of  tho  di3cropnncy  noted  in  tho 
procoding  paragraph.  Iho  most  npparont  difforonco  in  the 
apparatus  usod  for  the  two  moasuromonts  is  in  the  shock  tubo 
walls;  tho  glass  walls  aro  poorer  hoat  conductors  and  super- 
ficially aro  smoothor  than  tho  duralumin  walls. 
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The  observation  from  the  measurements  at  greater  distances 
from  tho  diaphragm  that  shock  velocities  docroase  continually 
with  travel  3uggoatcd  that,  if  tho  volocity  oould  bo  measured 
near  onough  to  tho  diaphragm,  tho  value  prodictod  by  tho 
idealized  shock  tubo  theory  might  bo  found.  Thoso  moasuro- 
ments  by  spark  shadowgraphs  indioato  highor  vcloeitios  noaror 
to  the  diaphragm  but  tho  idoal  thoory  valuo  is  not  attainod 
by  the  timo  a reasonably  piano  shock  has  forraod. 

As  a final  observation  from  those  moasuromonts , it  may  be 
notod  that  strongor  shooks  loso  volocity  loss  rapidly.  This 
is  in  contradiction  with  the  results  obtained  at  larger  dis- 
tances from  tho  diaphragm.  It  may  be  that  wavos  resulting 
from  tho  diaphragm  rupturo  procoss  continuo  to  strongthon  tho 
shock  over  tho  region  studiod  and  counteract  to  somo  oxtont 
tho  wall  dissipation  which  tonds  to  docroaso  tho  shock  volocity# 
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